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Abstract. The nonaxial interferometric position measurement of rotating objects can be performed by imaging
the laser beam of the interferometer to a rotating mirror which can be a sphere or a cylinder. This, however,
requires such rotating mirrors to be centered on the axis of rotation as a wobble would result in loss of the
interference signal. We present a tracking-type interferometer that performs such measurement in a general
case where the rotating mirror may wobble on the axis of rotation, or even where the axis of rotation may
be translating in space. Aside from tracking, meaning to measure and follow the position of the rotating mirror,
the interferometric measurement errors induced by the tracking motion of the interferometer itself are optically
compensated, preserving nanometric measurement accuracy. As an example, we show the application of this
interferometer in a scanning x-ray tomography instrument. © The Authors. Published by SPIE under a Creative Commons
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1 Introduction

Heterodyne laser interferometry is widely used for position
metrology and control in research and industry. It has clear
benefits over other position metrology solutions as it pro-
vides long-term stability and accuracy, an intrinsically linear
scale, a long measurement range, and is adaptable to differ-
ent types of measurement applications.1,2

These metrology systems are typically based on a stabi-
lized helium–neon laser operating at 632.8 nm wavelength
that provides a heterodyne beam, meaning two orthogonally
polarized beams at slightly different frequencies, f1 and f2.
The beating frequency, f1–f2, is usually in the range of a few
MHz and can be electronically detected when having the two
beams interfere on a photodiode.

For metrology applications, the two beams (f1 and f2) are
separated to form two measurement paths of the interferom-
eter. A change in length of either path generates a Doppler
shift of the optical frequency which results in a changed
beating frequency of the combined interfering beams. The
change in frequency is proportional to the velocity of the
change in path length. By comparing the shifted frequency
with the unchanged reference frequency of the laser, the
change in path length can be determined. Heterodyne laser
sources, interferometer optics, and electronics are commer-
cially available; for example from Zygo Corporation or
Keysight Technologies.

2 Typical Interferometer Setups

2.1 Corner Cube Interferometers

In its simplest form, an interferometer is made up of a
beamsplitter (BS) and two corner cube reflectors (CCRs)
as illustrated in Fig. 1(a).

Since the heterodyne beams have orthogonal polarization,
the optics of the interferometer has to be polarization-depen-
dent. A polarizing beamsplitter (PBS) is, therefore, used to
separate the two laser beams with frequencies f1 and f2,
building the start point of the measurement paths. Quarter
waveplates in the measurement paths are used to rotate
the beam polarization in order to switch their reflectivity
behavior on their return to the PBS. As an example, the
beam propagating in the upward direction in Fig. 1(a) is
first reflected by the PBS, meaning it is s-polarized. After
passing the quarter waveplate once, the polarization in the
measurement path is circular. On the way back, the polari-
zation is rotated linear again by the quarter waveplate, but it
is now p-polarized such that the beam is not reflected, but
transmitted by the PBS.

For the detection of the beating signal of the recombined
beams, a polarizer at 45 deg and a photodiode can be used.
This simple version of an interferometer provides a linear dis-
placement measurement of the CCRs with respect to the BS.

By rotating one of the measurement beams by 90 deg,
for example by using a prism (P), as illustrated in Fig. 1(b),
two parallel measurement beams are created, resulting in a
differential measurement between two individually moving
objects or in an angular measurement in case both CCRs are
mounted on a common support. Such types of differential
interferometers are insensitive to movements parallel to the
measurement direction. Translations of the interferometer
(PBS and P) or the CCRs perpendicular to the measurement
direction result in a shift of the output beam, and hence a
decrease in measurement signal or even signal loss when
the detector no longer intercepts the beam.

2.2 Plane Mirror Targets

The disadvantage of interferometers based on corner
cubes is the limited transverse movement capability of the*Address all correspondence to: Mirko Holler, E-mail: mirko.holler@psi.ch
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measurement mirrors with respect to the BS optics. Even
simple applications such as the measurement of xyz-stage
systems require such a degree of freedom. When using
plane mirrors instead of corner cubes, as illustrated in
Fig. 2(a), such transverse movements are tolerated. In order
to observe the signal-generating temporal interference (i.e.,
beat frequency), rather than a spatial fringe pattern smearing
out such a signal on the detector, the plane mirror must be
aligned perpendicular to the beam with wavelength preci-
sion. When assuming a beam size of 3 mm and accepting
a shift of a quarter wavelength, the angular alignment of
the plane mirror has to be perpendicular to the beam within
50 μrad. This strict alignment requirement can be relaxed by
modifying the interferometer design to include a corner cube
in the plane mirror interferometer as depicted in Fig. 2(b).
The resulting double-pass interferometer combines the
simple alignment of the CCR-based interferometers illus-
trated in Fig. 1 and the transverse movement capability
offered by the plane mirror. The resolution is also doubled
because the beams propagate through the interferometer
twice. A tilt of a plane mirror results in a pure shift of
the output beam, while the wavefront remains untilted.
The parallelism of the output beams is maintained making
this interferometer tolerant against angular alignment errors
of the plane mirrors which have to be perpendicular to the
beam propagation within mrads instead of microrads.

2.3 Rotating Targets

The interferometers presented thus far enable the measure-
ment of translating targets, but also small-range angular mea-
surements are possible. However, for the interferometric
measurement of spindles, the target mirror will be rotating

and hence requires further modifications to the interferom-
eter design. This is especially true for measurements
perpendicular to the axis of rotation where a mirror with rota-
tional symmetry, such as a cylindrical or spherical mirror, is
required. Figure 3(a) shows a simple, single-pass interferom-
eter including a rotating target. A lens or lens system focuses
the interferometer beam onto the rotating mirror, with the
focus being at the rotation center. This allows obtaining
an interferometer signal at all rotation angles. Thereby,
the focus of the beam may be placed at the surface, resulting
in a small measurement spot, or at the center of the spherical
target mirror, resulting in a larger spot on the surface and
making the system more tolerant against mirror surface
imperfections. Though the depicted interferometer is sin-
gle-pass, the focused geometry makes its alignment tolerant
against alignment errors,3 such that alignment requirements
are comparable to the previously presented double-pass
interferometer.

The measurement range along the beam propagation
direction is limited by the focused geometry. Restricting
the target mirror is to move within the depth of focus of
the beam.

A prerequisite for measuring a rotating target is that the
rotating mirror must be precisely centered on the axis of rota-
tion. Techniques for measuring under this condition are well-
known.3 If the mirror is not well-centered, then the resulting
wobble motion causes the wavefront to become tilted (reduc-
ing the interferometer signal) and in extreme cases can even
cause the reflected beam to not propagate back into the inter-
ferometer, as illustrated in Fig. 3(b).

3 Tracking Interferometer

The previously described interferometer for rotating targets
provides a measurement of a spindle position if the rotating
target is well-centered on the axis of rotation and if it is not
moving transverse to the measurement beam. The interfer-
ometer cannot be applied in more general applications
that may be having rotational and translational degrees of
freedom, or in cases where the spherical target mirror cannot
be precisely centered on the axis of rotation.

Certainly, when using a cylinder as rotating target, trans-
lational movements of the target system along the cylinder
axis, the y-direction, are possible, but result in a change of
measurement position along the cylinder. As such mirrors are
difficult to manufacture, a new measurement spot typically
results in a different surface shape and roughness and is
therefore not desirable. Additionally, a cylinder requires to
not only be centered on the axis of rotation, but also requires

Fig. 1 (a) Corner cube interferometer, (b) modified from (a) for differ-
ential or angular measurements.

Fig. 2 (a) Plane mirror interferometer, (b) double-pass plane mirror
interferometer.

Fig. 3 (a) Interferometer for including a rotational measurement,
(b) beam deflection off of a spherical mirror.
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its axis to be parallel to the axis of rotation, which presents an
additional alignment challenge.

On the other hand, measurements on a spherical target
mirror must be performed at the equator plane, which
does not require an angular alignment. However, this implies
that the measurement beam must always point at the center
of the spherical mirror to have the beam propagate back to
the interferometer. As already mentioned, the focused geom-
etry is relatively tolerant against alignment errors. To which
level the beam pointing needs to be preserved, or in other
words, how well the spherical target needs to be centered
to the axis of rotation, depends mainly on the acceptable
measurement error E introduced by the spherical mirror
geometry which is given by

E ¼ R −
ffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffi

R2 − d2;
p

where R is the radius of the sphere and d is the parallel
displacement of the beam with respect to the center of the
sphere [see Fig. 3(b)].

Figure 4 shows a plot of the geometrical error for a sphere
diameter of 36 mm. In this case, beam pointing errors of
few microns are acceptable to keep the geometrical error
below 1 nm.

3.1 Measurement of the Sphere Center

To allow the measurement of a rotating spherical target mir-
ror that is not centered on the axis of rotation or that is mov-
ing in space, the interferometer beam has to maintain its
pointing at the center of the sphere, which in the first step
requires the center of the sphere to be measured in the direc-
tions perpendicular to the beam propagation direction z. The
measurement resolution should be better than 1 μm for this
x∕y position measurement in order to keep the geometrical
error of the interferometric measurement small for a 36-mm
diameter spherical mirror (Fig. 4).

Figure 5 illustrates how such a measurement can be real-
ized in an interferometer and further details can also be found
in Ref. 4. The output beams of the interferometer, i.e., after
the PBS, have orthogonal polarization, which allows them to
be separated again by a second PBS. Before doing so, the
interferometer depicted in Fig. 5 splits the output beam
using a nonpolarizing BS. In one of the generated output

beams, the interference signal is normally generated, using
a polarizer at 45 deg and detected on a photodiode. In
the other output beam, the two polarizations are separated
by a PBS and the position of the beam reflected off the
sphere is detected in a two-dimensional (2-D) position-sen-
sitive detector (PSD). A transverse movement of the sphere
with respect to the interferometer results in a change of beam
position on the PSD. The resolution that can be obtained
depends on the detector and optical geometry, and typically
reaches the submicron range. Thus, the interferometer in
Fig. 5 measures the position of the sphere with nanometric
resolution in the z direction and micron resolution in the x∕y
directions.

Having the position of the sphere measured in the x∕y
plane, the interferometer itself can be installed on a transla-
tional x∕y stage and realigned in a closed loop using the PSD
signal to keep pointing at the center of the sphere. The cou-
pling of the laser into the tracking interferometer must be
realized in a way to not affect the pointing of the beam enter-
ing the interferometer. Closed-loop tracking of the measure-
ment beam gives the sphere full freedom of movement in the
x∕y plane. The movement in the z-direction remains limited
by the depth of focus of the focussed laser beam, which can
reach the millimeter range.

3.2 Translational Tracking Stage Errors

The interferometer depicted in Fig. 5 provides a measure-
ment of a spherical target with the sphere center being
tracked in closed loop using the PSD signal. The interfero-
metric data, however, correspond to the relative position of
the interferometer’s PBS and CCR to the sphere. While the
rotating target position is to be measured interferometrically
in the z direction, the interferometer may be moving in
the x∕y plane for the tracking motion to maintain beam align-
ment. This tracking motion is an additional source of

Fig. 4 Geometrical measurement error for a sphere of 36-mm
diameter.

Fig. 5 Measurement of the transverse position of the spherical target
mirror using a position sensitive detector (PSD) that can be used to
track the center position of the sphere in a closed loop.
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interferometric measurement error. Mechanical translation
systems have translational error motions such that a move-
ment of the interferometer will occur in the z direction when
the interferometer is moved in the x∕y plane. As an example,
a ball-bearing system has typical translational error motions
in the micron range, which are partially nonreproducible.
This parasitic error motion introduces a large uncertainty
in the interferometric measurement, and thus deteriorating
the measurement precision by many orders of magnitude
from the nanometer to the micron range.

This issue can be solved by implementing an externally
fixed plane reference mirror in the interferometer as depicted
in Fig. 6. The resulting interferometer provides a differential
measurement between the reference mirror and spherical tar-
get. A translational movement of the interferometer in the z-
direction caused by error motions of the tracking system is
thereby compensated. The reference mirror, however, needs
precise alignment perpendicular to the interferometer beam,
as in a single-pass interferometer. In order to obtain interfer-
ometer signal, the tilt of the interfering wavefronts has to
below a quarter of the wavelength within the diameter of
the laser beam. For a 3-mm beam, this results in an accept-
able alignment error arcsinð150 nm∕3 mmÞ ¼ 50 μrad. The
remaining alignment error will produce a constant slope error
when the tracking system is moving in the x∕y plane, which
could be alleviated by using a corner cube instead of the
plane mirror, which however will limit the tracking range
drastically as the reflected beam will spatially shift, and
reducing the beam overlap in the interferometer output.

3.3 Rotational Tracking Stage Errors

In addition to translational error motions, a tracking stage
system also displays parasitic angular error motions. A typ-
ical ball-bearing system shows angular errors in the tens
to hundreds of microradians. Just like the interferometer

presented in Fig. 1(b), the tracking interferometer of
Fig. 6 is measuring these angular changes and is therefore
prone to angular error motions, while it is most sensitive to
the rotation around the y-axis due to the separation of the
beams. For example, a 10-μrad rotation results in an error of
the position measurement of 100 nm in case of a small beam
separation of 10 mm. Note that these are a separate issue
from the alignment of the flat mirror in a single-pass inter-
ferometer itself. An optical compensation of these error
motions is required in order to use a tracking interferometer
for measurements in the 1-nm range.

For a demonstration of the angular error motion sensitiv-
ity, the interferometer shown in Fig. 7(a) was built. It corre-
sponds to the interferometer of Fig. 6 with the lens system
and sphere target replaced by a plane mirror. The interferom-
eter was installed on a Thorlabs MT1-Z8 translation stage
and repeatedly moved back and forth along the x-direction.
Interferometric position data were obtained at 0.05 mm inter-
vals using a Hewlet Packard laser Model 5517A, an optical
receiver module E1709A, and an N1231A PCI interferom-
eter card, both from Agilent Technologies (now Keysight
Technologies). The beam separation in the interferometer
was 15 mm. The Thorlabs MT1-Z8 stage specification states

Fig. 6 Differential tracking interferometer for compensation of trans-
lational error motions of the tracking stage mechanism.

Fig. 7 (a) Interferometer from Fig. 6 with the sphere being replaced
by a plane mirror for demonstrating the sensitivity to angular error
motions of a tracking mechanism. (b) Experimental result.
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200 microrad angular error motions and was operated with-
out backlash correction. From this specification, a geomet-
rical measurement error of 15mm · sinð200microradÞ¼3 μm

can be expected.
Figure 7(b) shows in red the interferometer readout when

moving in the positive direction, while the blue data points
correspond to a movement in the negative direction. In the
plot, the blue lines are shifted by 5 μm to the side for better
visibility of the red data points. The blue and red data points
were taken at identical nominal stage positions. Many cycles
were performed to obtain statistical information. The width
of the data distribution is caused by environmental noise and
nonrepeatable errors of the translation stage.

The typical distribution width ranges from 1 to 2 μm peak
to peak and one can clearly see that the stage shows a differ-
ent behavior when moving in the positive or negative direc-
tion. The blue and red lines are separated by up to 3 μm and
the separation strongly depends on the actual stage position.
As a consequence, in a tracking interferometer, this angular
error motion would limit the measurement accuracy to a few
microns instead of the desired nanometer range.

3.4 Optical Error Compensation

The interferometer depicted in Fig. 8 is a modified version of
the tracking interferometer allowing for translational and
angular errors of the tracking mechanism to be optically
compensated. For this, an optical measurement is performed
to two external flat reference mirrors.

The laser beam enters the interferometer and is split by a
polarizing beamsplitter PBS1. The reference beam (blue in
Fig. 8) propagates to the reference mirror R1 and back to
PBS1 while passing a quarter waveplate twice, resulting
in a 90-deg rotated polarization. The beam is, therefore,
transmitted by PBS1 and PBS2. It is returned again to
PBS2 by reference mirror R2, with two passes through
another quarter waveplate and is, therefore, then reflected
by PBS2. It then passes a half waveplate and is transmitted
by PBS4 to recombine with the measurement beam.

The propagation of the measurement beam is similar. It is
first transmitted by PBS1, then reflected by PBS3, bounced
off the measurement target, and then transmitted by PBS3
and PBS4. After the reflection at the reference mirror R2,
it is recombined with the reference beam in PBS4.

Please note that even though here four polarizing beams-
plitters are employed, this is not needed. When removing
PBS2 and PBS4 from the setup, the interferometer function-
ality remains and the shift of the output beam compared to
the input beam is removed. The measurement results pre-
sented were obtained with the four beamsplitter versions of
the interferometer.

The propagation lengths within the interferometer are
constant such that the effective propagation path for the
reference beam is 2 · ðaþ bÞ and for the measurement
beam 2 · ðcþ dÞ. The optical path difference and measure-
ment signal are therefore given by 2 · ðaþ bÞ − 2 · ðcþ dÞ.
Error motions caused by a tracking movement of the inter-
ferometer between the two reference mirrors are now opti-
cally compensated. For the simplest case, let us assume a
translational movement of Δ of the interferometer toward
the measurement target. The optical paths a and c are short-
ened by Δ, while the paths at b and d are extended by the
same amount. Thus, the interferometer output is unchanged.

This translation can also be understood as a rotation with
the point of rotation at infinity. Let us move this rotation point
to another extreme case, the center of the interferometer plate,
and rotate in a clockwise direction. Here, the optical paths are
shortened at a and d, but extended at b and c. The resulting
path difference is, therefore, unchanged 2 · ða−Δþbþ
ΔÞ−2 · ðcþΔþd−ΔÞ¼2 · ðaþbÞ−2 · ðcþdÞ.

Although the interferometer is a single-pass design, the
alignment of the external reference mirror R2 is not critical
as it represents a common mirror surface. A tilt of that mirror
causes a shift of the output beams, but their parallelism is
preserved. However, a tilt of R2 is measured by the interfer-
ometer, meaning this surface has to be angularly stable.

Also note that compared to the previous design of the
tracking interferometer, the interferometer of Fig. 8 is opti-
cally balanced and therefore thermally stable. Both beams,
the reference and measurement beams, propagate through
the same amount of material, apart from the lens which
would require a window to be implemented in reference
path a.

The previous experiment presented in Sec. 3.3 was now
repeated using the optically compensating design, while
again the spherical target and lens are replaced by a flat mir-
ror. The result is depicted in Fig. 9. The interferometer signal

Fig. 8 Tracking interferometer optically compensating translational and angular error motions.
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is now independent of the direction of motion, i.e., the blue
and red data points overlap. The peak-to-peak data within
one position are decreased from approximately 2 μm in
the previous case to approximately 50 nm peak to peak
and are attributed to environmental noise, mainly air fluctu-
ations. The remaining slope is caused by the tilt between the
reference mirror R1 and the flat measurement mirror that
replaced the spherical target.

The overlap of blue and red data demonstrates the optical
compensation of the interferometer compared to the previous
case of Fig. 7(b), where their separation was up to 3 μm. The
separation in the compensated case is still present but
reduced to around 15 nm, by a factor of 200 less. This
makes it now possible to apply the tracking scheme for nano-
metric measurements, while error motions of the tracking
mechanism in the 20-microrad regime would be acceptable
to introduce an error in the interferometric measurement on
the 1 nm scale.

4 Application in Scanning X-Ray Tomography

In conventional x-ray imaging, an object is illuminated by an
x-ray beam and imaged by a lens system to a 2-D detector,
where an absorption image can be recorded. However, to
image thicker objects, only multi-keV x-ray radiation pro-
vides sufficient penetration power. The x-ray wavelengths
are then in angstrom range, and hence imaging resolution
is currently limited by the optical aberrations caused by
the x-ray imaging system.

In contrast, a lensless scanning technique, ptychographic
x-ray imaging, was recently demonstrated,5 where resolution
is obtained from far-field diffraction patterns generated by
illuminating a small region of a specimen. The specimen
is moved through the beam and such diffraction data are
recorded at many overlapping positions, which can be ana-
lyzed by iterative phase retrieval algorithms reconstructing
the complex object and x-ray wavefront. The technique
requires an accurate sample positioning better than the im-
aging target resolution, which is currently in the sub 10-nm
range.

Ptychography can be applied in three-dimensional (3-D)
via computed tomography, where many projections of a sam-
ple are recorded at different sample orientations. From an
instrumentation point of view, this requires sample position-
ing with nanometric accuracy, including a rotational degree
of freedom.

To illuminate the sample at a small region, the x-ray beam
can be focused by a Fresnel zone plate. The position of the
beam is, in this case, mainly determined by the position of
the x-ray lens. In order to accurately determine the position
of the x-ray beam on the sample, a differential position meas-
urement between the sample (including its rotational degree
of freedom) and the x-ray lens must be performed in the two
directions perpendicular to the x-ray beam propagation.
Laser interferometry provides the required resolution and
accuracy, but until now has struggled to cope with rotating
targets. The optically compensating tracking interferometer
presented in Sec. 3.4 is ideally suited for such x-ray imaging
experiments as the rotating sample position can be measured
by installing a rotating spherical target mirror at the sample
position.

Figure 10 presents a schematic of an x-ray tomography
microscope that includes robust interferometric positioning.
The axis of rotation is vertically aligned, meaning that the
vertical position can be measured by a double-pass inter-
ferometer [see Fig. 2(b)], when installing a flat mirror
perpendicular to the axis of rotation on the rotation stage.
The horizontal position can be measured using the tracking
interferometer (Fig. 8), which gives full freedom of move-
ment to the spherical mirror target. This allows a sample
to be mounted very close to the reference mirrors, which
significantly reduces residual thermal drift of the setup.
Although this arrangement results in a wobble motion of
the spherical target when rotating around the sample position
(as the sample will not be perfectly centered on the spherical
mirror), the tracking interferometer will follow the center of
the sphere and will provide interferometic data at all rotation
angles. The reference mirror R1 of the tracking interferom-
eter (Fig. 9) should be installed at the position of the x-ray
lens, which directly results in the desired differential meas-
urement of the sample versus x-ray lens position.

Figure 11 shows an actual realization of such an instru-
ment, with an overview in Fig. 11(a) showing the sample on
the reference surface with the tracking interferometer on the
side and Fig. 11(b) showing a close-up top-view of the
tracking interferometer. Such interferometry is a key element
in the instrument presented in Ref. 6, and has recently

Fig. 9 Test results for an interferometer optically compensating trans-
lational and rotational tracking errors.

Fig. 10 Schematic of a scanning x-ray microscope for tomography
with interferometric metrology.
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allowed reaching an unmatched isotropic 3-D resolution in
x-ray tomography of 16 nm in a 6-μm thick test object.7

5 Conclusion

In this manuscript, several heterodyne laser interferometers
have been presented, developing stepwise a tracking-type
interferometer that allows the measurement of a rotating tar-
get perpendicular to the rotation axis. The tracking mecha-
nism removes the need of the rotating mirror to be center on
the axis of rotation. The rotating mirror may wobble or even
translate in space. An important key element of the tracking
interferometer is the all-optical compensation of error
motions of the mechanical tracking mechanism which is

achieved by an additional external reference mirror and
permits nanometric measurement of the rotating target. The
application of the tracking interferometer has been demon-
strated in a scanning x-ray tomography system.
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Fig. 11 (a) Photograph of a tracking interferometer measuring the rel-
ative position of an x-ray lens on a flat mirror and a sample installed on
a spherical measurement target. (b) Top view of the interferometer.
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