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Abstract: Acoustic sensors are increasingly used to measure bedload transport in Alpine streams,
notably the Swiss plate geophone (SPG) system. An impact experiment using artificial weights is
developed in this paper to assess the variability in individual plate response and to evaluate the
extent to which calibration coefficients can be transferred from calibrated plates to non-calibrated
plates at a given measuring site and/or to other measuring sites. Results of the experiment over
43 plates at four measuring sites have notably shown (a) that the maximum amplitude (V) recorded by
individual plates tends to evolve as a power law function of the impact energy (J), with an exponent
slightly larger than 1, for all the plates at all measuring sites; (b) that there is a substantial propagation
of energy across plates that should be taken into account for a better understanding of the signal
response; (c) that the response of individual plates is in most cases consistent, which suggests that
calibration coefficients are comparable within and in between measuring sites, but site-specific and
plate-specific variabilities in signal response have to be considered for a detailed comparison.
Keywords: bedload transport; acoustic sensors; Alpine stream; Swiss plate geophone system (SPG),
impact experiment; sensor sensitivity; sensor calibration

1. Introduction
Bedload transport in rivers represents the motion of coarse particles of the bed by rolling, sliding
and saltation when the shear force of the water flow exceeds the resistance force of the bed matrix [1–3].
As such, bedload is both a consequence of fluvial erosion and a driver for fluvial deposition [3–5].
Bedload has therefore a critical impact on flooding risk [6–8], can induce bank erosion and in turn
impact infrastructures [9,10]. It can also reduce the efficiency of hydropower facilities [11–14] and
impact fluvial ecosystems both negatively and positively [15,16]. Bedload transport therefore matters
for many ecosystems and human activities in the vicinity of rivers, notably in Alpine environments
where the rate of climate warming is accelerated and leads to rapid glacier recession and/or an increase
in the frequency of extreme hydrological events, which both tend to enhance bedload activity [17,18].
At the same time, bedload transport remains one of the most elusive phenomena to measure and
predict. This is notably due to the complex interactions between the flowing water, the heterogeneous
nature of riverbed sediments, the unsteady hydraulics (themselves being a product of mobile channel
boundaries), and the sediment transport [4,19–21]. These elements particularly matter in Alpine
environments where high and spatially-variable gradients in energy are observed, associated to the
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complex effects of coarse roughness elements on the stream bed, the turbulent and unsteady hydraulics
that result, and the frequent reworking of stream bed by erosion and deposition [22–26].
Early measurements of bedload have used direct sampling with baskets or pressure-difference
samplers [27,28]. Discrete in time and at a point in space, they however failed to quantify the
spatio-temporal variability in bedload transport [20,21]. Meanwhile, measurements of the filling rate
of traps dug across streams have provided cross-section integrated estimates of bedload transport
rate [29–31]. However, such traps are often rapidly filled, they affect the hydraulic conditions and
provide no detail on the temporal (within events) and spatial (across the section) variations of bedload
transport [20,32]. Progress with passive acoustic sensors over the past 20 years opened new perspectives
for the continuous monitoring of bedload transport [33–36]. Bedload produces acoustic (in the water
column) and elastic (in media such as the riverbed) waves that are measurable with acoustic sensors.
The magnitude of these waves tends to be proportional to bedload transport rates. Therefore,
acoustic sensors deployed in a river and measuring the sounds (e.g., hydrophones, microphones)
or the vibrations of structures impacted by particles in transport (e.g., geophones, accelerometers,
piezoelectric sensors) are able to monitor continuously the bedload transport intensity, without
modifying the surrounding hydraulic conditions. When a network of acoustic sensors is deployed
(along and/or across a channel), both spatial and temporal variations of bedload transport intensity
can be monitored. This approach has been successfully used in many environments, including steep
and highly-energetic Alpine streams [37–41], for both theoretical [38–40,42,43] and applied [37,44–46]
purposes. By providing an indirect signal of bedload transport intensity, acoustic sensors however
require calibration and validation to transform the signal recorded by the sensors into an actual mass
of bedload in transport [36,38,40].
Among acoustic sensors, the Swiss plate geophone (SPG) system developed by the Swiss federal
Institute WSL is one of the acoustic measuring systems with the most widespread experience to
monitor bedload transport in Alpine streams [36–38]. Over the past 20 years, more than 20 measuring
stations have been equipped with such a measuring system in Switzerland, Austria, Italy, Israel, and in
the United States [36]. The SPG system is made of a series of steel plates embodied in a concrete
structure flush with the riverbed to not affect surrounding hydraulic conditions. Particles rolling,
sliding, and saltating over the bed impact the steel plates, and a geophone sensor mounted from below
each plate continuously records the induced vibration. SPGs are typically mounted in a line across
the stream to cover with sensors the entire channel width [44,45]. However, like any other acoustic
measuring system, the SPG requires calibration and validation to transform the recorded signal into an
actual mass of bedload in transport. This is typically performed by collecting direct bedload samples
that can be related to the signal measured by the sensors [37,38,44]. Such calibration and validation
samples are typically difficult to obtain and require the design of robust sediment baskets that can
be deployed in Alpine streams during high flows. This has been achieved so far through two main
approaches. First, by using mobile sediment baskets mounted on a rail, which is built along a concrete
sill and allows to move the sediment basket across the section to collect bedload particles that have
impacted the plates [37,38]. Second, by using sediment baskets or net samplers mounted on a crane
and operated from a truck on the riverbank, which can collect bedload samples downstream of the
impacted plates [37,44,47–49].
However, the collection of sufficient bedload samples for each plate at a given measuring site
is highly demanding in terms of field effort, infrastructure, cost, and time. Therefore, it is important
to assess the variability in signal response between different plates and different sites. In doing so,
the extent to which calibration coefficients can be transferred from calibrated plates to uncalibrated
ones can be evaluated. The general objective of this paper is to assess the variability in signal response
of SPGs to impacts of similar magnitude. For this purpose, we performed an experiment using synthetic
weights that are employed to artificially generate an impact on the plate, which is recorded by the
geophone sensor. The impact experiment was conducted on each plate at four measuring stations in
the Swiss Alps equipped with the SPG system. In particular, we were interested to examine (i) how

Sensors 2020, 20, 4089

3 of 25

variable the signal response is between individual plates within and in between the measuring stations,
and (ii) how much energy propagates from an impacted plate towards non-impacted plates. These two
elements matter because, ultimately, they both influence the calibration relation obtained for a given
site and plate, and the potential transferability of calibration relations to other (uncalibrated) plates.
2. Materials and Methods
The aim of the experiment developed in this paper is to study the response variability of Swiss plate
geophones. To do so, an impact test using artificial weights was performed on 43 plates spread over
four sites. First, we describe the design of both the weights and the impact experiment. Then, we report
on the experiment using a laboratory SPG. Finally, we describe the application of the impact experiment
at the four field sites.
2.1. Material
The impact experiment developed in this paper was performed as follows. Impacts were produced
by using a generic steel pedologist hammer (Figure 1a), whose usual purpose is to pack down soils by
letting an artificial weight fall down along a stake on the hammer base, which lies on the soil surface.
The weight (Figure 1b) hits the hammer base and energy is transmitted through it to the ground
(Figure 1c). During the experiment, the apparatus was set at the exact center (uncertainty ± 0.01 m) of
each tested plate (Figure 1d), and a minimum support pressure was given to the stake to not add any
unnecessary random tension to the plate beside the mass of the device itself (2.272 kg + mass of the
released weight (kg); Table 1).
Table 1. Characteristics of the devices used for the experiment.
Element

Mass (kg)

Length (m)

Diameter (m)

Remarks

Hammer (without handle)

2.386

0.89

0.05/0.015

Base/stake

Hammer (with handle)

2.948

1.02

0.05/0.015

Base/stake

Heightening cylinder

0.250

0.1

0.05/0.02

Cylinder/hole

Hammer set up for experiments
(without handle + heightening
cylinder)

2.272

0.89

0.05/0.015/0.05

Base/stake/height
cylinder

0.256
0.128
0.064
0.032
0.016
0.008

0.104
0.051
0.021
0.013
0.007
0.003

0.05/0.02
0.05/0.02
0.05/0.02
0.05/0.02
0.05/0.02
0.05/0.02

Cylinder/hole
Cylinder/hole
Cylinder/hole
Cylinder/hole
Cylinder/hole
Cylinder/hole

Weights

The SPGs are made from stainless steel and have standard dimensions of 492 mm width, 358 mm
length (in flow direction), and 15 mm thickness [36,38,40], resulting in a mass of 21 kg. The weights
used in the impact experiment are composed of PVC cylinders with the same diameter as the hammer
base (0.05 m). Central holes of 0.02 m diameter were drilled trough the PVC weights to make them
fall down along the metal stake. The diameter of the central hole is slightly larger than the diameter
of the stake (0.015 m) to reduce the risk of friction when falling. Then, each PVC cylinder was cut at
the height matching the wanted mass (Table 1). As most of the tested plates were underwater during
the experiment (up to 0.1 m), it was necessary to add a PVC cylinder of 0.1 m height above the base
(so-called ‘heightening cylinder’) and seal them together to make sure the weight would hit the base
above water level. Striking the plates from above the water surface represents a limit as it is not likely
to mimic how sediment actually impacts the plates in natural flow conditions. Yet, the field tests were
performed at varying low-flow conditions (from no-water to flowing water up to ≈0.1 m), and thus
there is a partial similarity to natural transport conditions.
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(a) The pedologist hammer used during the experiment

(b) The different weights used during the experiment

(c) Illustration from the laboratory

(d) Illustration from the field

Figure 1. Set up of (a) the pedologist hammer, (b) the weights used for the experiment, (c) illustration
Figure 1. Set up
of (a) the pedologist hammer, (b) the weights used for the experiment, (c) illustration
of the experiment in the laboratory and (d) in the field.
of the experiment in the laboratory and (d) in the field.

The setting of the impact experiment developed in this paper also includes some sources of
uncertainty. Both the surrounding air and the potential friction of the weight along the stake on the
The setting of the impact experiment developed in this paper also includes some sources of
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plate through the base can increase the variability in the transmitted energy for an impact assumed to
be of same magnitude. Therefore, an initial laboratory experiment was performed to better constrain
the experiment and make sure it was reproducible. In addition, video recordings of the falling weights
were taken using a high-speed camera in order to quantify the velocity of the weight at the impact and
the associated kinetic energy delivered for each weight-height drop category.
2.2. Laboratory Experiment
2.2.1. Reproducibility Test
The initial laboratory experiment was performed on a single plate installed at the Laboratory of
Hydraulics, Hydrology and Glaciology (VAW) of the ETH Zürich [39,40] in a similar configuration as
the SPGs installed in the field.
In a first phase of the experiment, a reproducibility test was conducted by impacting the laboratory
plate with a medium weight mass—0.064 kg—dropped from a 0.1 m falling height, and repeating
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(b) Example of a series of 10 impacts with a 0.064 kg weight dropped from 0.1 m height.

Figure 2. (a) Reproducibility test conducted in the VAW laboratory with a weight of 0.064 kg dropped
25 times from a 0.1 m height, the graph shows the standard deviation of maximum amplitudes as
Figure 2. (a) Reproducibility test conducted in the VAW laboratory with a weight of 0.064 kg dropped
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2.2.2. Experiment Design
Although the shape of the weights is unlikely to closely mimic the impact of natural bedload
particles, we wanted the impacts of the experiment to cover a range of voltage that is close to the one
recorded by the SPG for natural bedload events. Earlier works showed they were typically ranging
between 0.02 and 10 V in Alpine rivers equipped with the SPG system [38,40]. To fulfill this condition,
initial tests in the laboratory were carried out with nine different categories of weight-height
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2.2.2. Experiment Design
Although the shape of the weights is unlikely to closely mimic the impact of natural bedload
particles, we wanted the impacts of the experiment to cover a range of voltage that is close to the one
recorded by the SPG for natural bedload events. Earlier works showed they were typically ranging
between 0.02 and 10 V in Alpine rivers equipped with the SPG system [38,40]. To fulfill this condition,
initial tests in the laboratory were carried out with nine different categories of weight-height according
to Table 2. Both the maximal amplitude of the impacts Amax (V) (mean of 10 impacts) and their standard
deviation Sx Amax (V) (standard deviation of 10 impacts) tend to increase with the energy released
by a given combination of weight-height (Table 2). The variability between the impacts of a given
drop category tends however to remain relatively low, between 6% and 26% of the mean maximum
amplitude Amax . Given the uncertainty related to the energy transmitted by the impacting weight
to the plate through the hammer base, the variability in the recorded Amax between impacts of same
theoretical magnitude appears to be acceptable.
Table 2. Mean and standard deviation (10 impacts) for each of the nine categories of drop weight-height
that were retained from the laboratory experiment to be conducted in the field.
Category

Mass (kg)

Height (m)

Amax (V)

σAmax (V)

σAmax /Amax (%)

1
2
3
4
5
6
7
8
9

0.008
0.016
0.032
0.064
0.128
0.256
0.256
0.256
0.256

0.1
0.1
0.1
0.1
0.1
0.1
0.2
0.4
0.6

0.042
0.069
0.165
0.353
1.267
3.661
4.93
7.341
9.442

0.011
0.012
0.034
0.038
0.201
0.491
0.581
0.877
0.651

26
17
21
11
16
13
12
12
7

2.2.3. Kinetic Energy of the Impacts
As the likeliness of having friction along the stake is greater for longer fall distance (i.e., falling
height of 0.6 m as compared to 0.1 m), we investigated the actual kinetic energy produced on average
for each category of weight-height drops. To do so, we performed videos in the laboratory using a
high-resolution AOS X-PRI high-speed camera (AOS Technologies, Baden-Daettwil, Switzerland) and
filmed the speed at which the different categories of weight-height impacted the base of the pedologist
hammer. We considered the last 5 ms before the impact, and repeated each fall three times. The kinetic
energy was derived from the falling speed before the impact, as:
Ek = 0.5 ∗ m ∗ v2

(1)

where Ek is the kinetic energy of the impact (J), m is the mass of the weight (kg), and v (m/s) is the speed
of the weight during the last 5 ms before the impact. Table 3 summarizes the falling speed and kinetic
energy for each category of weight-height (mean of three drops). As expected, the fall velocity and the
kinetic energy of the weights increase together with the weight mass and the height of the drop.
The calculation of the kinetic energy allows to investigate the relationship with the Amax recorded
for each category of impact, which seems to be best expressed by a power law function, with an exponent
slightly above 1 (Figure 3). In the laboratory, the experiment covers an energy field between 0.006 and
1 J, and Amax ranges between 0.04 and 10 V, which fits well the targeted range of amplitudes that is
observed for natural bedload transport events in Alpine rivers equipped with the SPG system [38,40].
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Table 3. Average fall velocity and kinetic energy for each category of weight-height calculated based
on high-speed camera video recordings.
Category

Mass (kg)

Height (m)

v(m/s)

¯

Ek (J)

1
2
3
4
5
6
7
8
9

0.008
0.016
0.032
0.064
0.128
0.256
0.256
0.256
0.256

0.1
0.1
0.1
0.1
0.1
0.1
0.2
0.4
0.6

1.27
1.32
1.311
1.234
1.317
1.347
1.89
2.636
2.883

0.006
0.014
0.027
0.049
0.111
0.232
0.457
0.891
1.064
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frame, and 20DX geophone sensors from Geospace technologies (Houston, Texas, USA) are mounted
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transport events, bedload particles sliding, rolling, or saltating over a given steel plate produces an
events, bedload particles sliding, rolling, or saltating over a given steel plate produces an impact shock
impact shock that induces a change of the electrical voltage measured by the geophone, which is
that induces a change of the electrical voltage measured by the geophone, which is assumed to be
assumed to be proportional to the amount of bedload in transport [38,40]. Each plate is acoustically
proportional
the other
amount
bedload in
transport
[38,40].
Each plate
is acoustically
isolated
isolated fromtoeach
by of
elastometer
elements,
and
the geophone
sensors
are connected
to anfrom
each
other by
the geophone
areamount
connected
to an per
industrial
PC that
industrial
PC elastometer
that records elements,
the signal and
at a frequency
of 10sensors
kHz. The
of plates
measuring
records
the
signal
at
a
frequency
of
10
kHz.
The
amount
of
plates
per
measuring
station
is
set
so that
station is set so that the greatest portion of the cross-section is covered by sensors.
the greatest
portion
of
the
cross-section
is
covered
by
sensors.
In the frame of this paper, we aim to quantify the variability in plate response on the one hand,
In the
paper,
aim
quantify
variability
infrom
plateimpacted
responseplates
on the
one hand,
but also
theframe
extentof
tothis
which
therewe
may
beto
some
energythe
that
propagates
towards
but
also the extent
to which
may
be some
energy
propagates
towards
non-impacted
plates.
Indeed,there
earlier
analyses
of the
SPGthat
system
[37,38,40]from
haveimpacted
suggestedplates
that there
may be some energy that propagates across plates despite the isolating elastomer elements. This
needs to be quantified properly to know how it influences the relationship between the signal
recorded by the plate and the actual bedload mass in transport on the one hand, and the extent to
which calibration coefficients could be used more broadly within bedload measuring stations
equipped with the SPG system on the other hand. At each measuring station, SPGs are grouped
together into steel frame segments holding 5–6 plates with sensors. The specific setting of each
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non-impacted plates. Indeed, earlier analyses of the SPG system [37,38,40] have suggested that there
may be some energy that propagates across plates despite the isolating elastomer elements. This needs
to be quantified properly to know how it influences the relationship between the signal recorded by
the plate and the actual bedload mass in transport on the one hand, and the extent to which calibration
coefficients could be used more broadly within bedload measuring stations equipped with the SPG
system on the other hand. At each measuring station, SPGs are grouped together into steel frame
segments holding 5–6 plates with sensors. The specific setting of each measuring station in terms of
number of plates and segments is presented in Table 4 and Figure 4.
Table 4. Number of tested plates at four measuring stations where the impact experiment was
conducted. The four measuring stations are all located within the Swiss Alps, at Alpine rivers that give
their name to the measuring site.
Measuring Station

Location

Avançon de Nant

Western Swiss Alps

Ablula

Eastern Swiss Alps

Naviscence

Southern Swiss Alps

Riedbach

Southern Swiss Alps

Total

Total

Coordinates
(WGS 84)
46◦ 150 1200
N/7◦ 060 3500 E
46◦ 390 4100
N/9◦ 340 4800 E
46◦ 070 5200
N/7◦ 370 3800 E
46◦ 150 4400
N/7◦ 550 1700 E

Number of
Plates

Total Number of
Impacts

10

90

14

1260

12

1080

07

630

43

3060

The operation of the measuring station at the Avançon de Nant (Western Swiss Alps) started in
2014 and results from a collaboration between the University of Lausanne (UNIL), the Swiss Federal
Institute for Forest, Snow and Landscape Research (WSL) and the ETH-Zürich. The station is equipped
with 10 SPGs (Figure 4a), installed in two different segments. When the experiment was performed
in October 2015, the flow discharge was very low and there was only ≈0.02 m of water flowing over
the concrete weir. Therefore, no additional random tension was added to the pedologist hammer by
the need of holding it, and the experiment could be conducted with a minimal disturbance of the
measuring system, close to laboratory conditions.
The measuring station at the Albula Alpine river (Eastern Swiss Alps) was built in 2015. Over the
15 m width of the channel at the location of the station (Figure 4b), 30 impact plates were installed,
below which 15 geophones and 15 accelerometers were alternatively set up. The impact plates at
the Albula are connected into five segments, gathering six sensors each (three geophones and three
accelerometers). In the frame of this project, the experiment was only conducted on the SPGs to
make the results comparable to the datasets from other stations where only SPGs are mounted. The
experiment was conducted on every SPG but n◦ 1 (omission). When we performed the experiment in
November 2015, the discharge was fairly low, but there was still about ≈0.1 m of water depth over the
sensors flowing at ≈0.3–0.4 m/s, which forced us to slightly support the pedologist hammer by holding
the stake during the experiment. However little the support was, it may have added some additional
tension to the plates.
The measuring station at the Naviscence (Southern Swiss Alps) was set in operation in 2011.
Twelve SPG sensors are mounted flush with the riverbed within the concrete sill (Figure 4c). On the day
the experiment was conducted in October 2015, conditions were similar to the ones we encountered
at the Albula, which means that some support was required for the pedologist hammer during the
experiment, which may have also added some additional tension to some of the plates. SPGs at the
Naviscence are mounted into two segments gathering six sensors each.
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Swiss Alps), (c) at the Naviscence (Southern Swiss Alps), and (d) at the Riedbach (Southern Swiss
Alps), (c)Alps).
at the
(Southern
Alps),
and (d) (SPG)
at the
Riedbach
Swiss Alps).
TheNaviscence
numbers on the
plates give Swiss
the Swiss
plate geophone
number.
At the(Southern
Albula, plates
‘A’ areon
accelerometer
the others
are SPGs. The
numbering
is made
view in plates ‘A’
The numbers
the platessensors,
give the
Swisslabelled
plate G
geophone
(SPG)
number.
At with
the Albula,
the downstream
flow direction
at the
AvançonGde
Nant
and Riedbach
measuring is
stations,
theview in the
are accelerometer
sensors,
the others
labelled
are
SPGs.
The numbering
madeand
with
upstream flow direction at the Albula and Naviscence measuring stations.
downstream flow direction at the Avançon de Nant and Riedbach measuring stations, and the upstream
flow 2.4.
direction
the Albula and Naviscence measuring stations.
Metric at
Calculation

Datasets of the impact experiment were used to calculate three main elements. First, the

The measuring station at the Riedbach (Southern Swiss Alps) was set in operation in 2009 and is
maximum positive amplitude Amax (V) that each impact produces on a given plate [37,38,40,50].
◦ ) towards the slope (Figure 4d).
equippedSecond,
with seven
SPG sensors,
slightly
(i.e., 5–10
the amount
of energy which
from a are
given
impact inclined
that propagates
in space
to neighboring nonimpacted
plates, ifalso
measured
as the
maximum
positive
Amax. at
Third,
This means
that even
there
was no
flowing
water
overamplitude
the sensors
the the
daynumber
of theofexperiment
impulses
N
imp (-), which is the number of times the raw signal exceeds a predefined threshold. This
in October 2015, the inclination of the plates may have influenced the way the weights were falling
threshold is set at 0.1 V at the four SPG measuring stations, because it was estimated to be greater by
and impacting the plates. This may also have consequences on the comparability of the Riedbach
at least one order of magnitude as compared to the noise level for conditions without bedload
measuring
station
withData
theare
results
coming
from
other measuring
stations
the SPGs are
transport
[39,40].
then used
to quantify
(a)the
the response
of each individual
platewhere
at the four
mounted over a flat sill. The seven SPG sensors at the Riedbach are connected to a single segment.
2.4. Metric Calculation
Datasets of the impact experiment were used to calculate three main elements. First, the maximum
positive amplitude Amax (V) that each impact produces on a given plate [37,38,40,50].
Second, the amount of energy from a given impact that propagates in space to neighboring non-impacted
plates, also measured as the maximum positive amplitude Amax . Third, the number of impulses Nimp (-),
which is the number of times the raw signal exceeds a predefined threshold. This threshold is set at
0.1 V at the four SPG measuring stations, because it was estimated to be greater by at least one order
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Table 5. Regression coefficients of the relationship between the impact kinetic energy derived from
laboratory experiments, and the recorded direct Amax , for all the impact tests over all the plates (taken
together) at the Avançon de Nant, Albula, Naviscence, and Riedbach measuring stations, respectively,
and the results for the corresponding laboratory experiment.

Avançon de Nant
Albula
Naviscence
Riedbach
Laboratory

Intercept

Slope

R2

8.183
4.528
3.867
3.963
11.018

1.107
1.077
1.030
1.144
1.121

0.991
0.988
0.99
0.984
0.977

3.2. Energy Propagation Across Plates
We also quantified the extent to which some energy propagates in space from impacted plates
towards non-impacted plates.
As the Riedbach measuring station is setup with an older electronic measuring system that
does not allow for recording the signal over all the plates simultaneously, this analysis could only be
performed for the other three measuring sites.
Results from Figure 6 illustrate that the energy tends to propagate to some extent from impacted
plates towards non-impacted plates within a given segment, but poorly across different segments.
This is notably true at the Avançon de Nant and Albula measuring stations (Figure 4a,b). For these
two stations, the propagation of the signal was therefore quantified for the plates placed within the
same segment. Depending on the position of an impacted plate within a segment (in the middle or at
an edge), the Amax on the neighboring plates at 1–4 plates of distance was measured from a single
plate, or as a mean between two plates. For instance, when impacting SPG 4 at the Avançon de Nant
measuring station, there are two plates located at one plate of distance (SPGs 3 and 5), but only one
located at two plates of distance (SPG 2) when considering the propagation of the energy within the
same segment. In the first case, the Amax recorded at one plate of distance is calculated as the mean
between the Amax of SPG 3 and SPG 5, while at two plates of distance it is computed as the Amax
from SPG 2 only. At the Naviscence, the energy seems to also propagate across the different segments
(Figure 6c), and only at this site the energy propagation was therefore also assessed across the two
neighboring segments. For instance, the amount of propagated energy when impacting SPG 6 at the
Naviscence was taken as the mean of SPG 5 and SPG 7, even if SPG 7 is installed into another segment.
In Figures 7–9, the energy propagation towards neighboring plates is expressed in terms of Amax
and as a relative reduction of Amax . As there are accelerometers mounted below each second plate at
the Albula measuring station, the energy propagation from impacted plates towards non-impacted
plates in this station could only be computed at two and four plates of distance, respectively, when
considering each segment separately (Figures 6 and 8). As can be expected, the amount of energy
that propagates from impacted plates toward non-impacted plates at all three sites increases with
the magnitude of the impact. The energy propagation across plates can be expressed by a power
law function, with an exponent slightly lower than 1, which decreases progressively as the energy
propagates further away from the impacted plate. Exponents are steadily slightly greater at the
Avançon de Nant (Figure 7) as compared to the Albula (Figure 8) at both two and four plates of distance,
and the rate of attenuation is much faster at the Naviscence as compared to the other two sites (Figure 9)
from two plates of distance on. At the Albula and Naviscence measuring sites, the propagated energy
across plates does not increase significantly for low magnitude Amax . It only does so when a threshold
of 0.02 V is exceeded at the Albula, and thresholds of 0.08, 0.5, and 1 V are exceeded at the Naviscence
at 1–4 plates of distance, respectively. In relative terms, the proportion of the energy that propagates
from impacted plates towards non-impacted plates is however greater for small magnitude impacts at
all three sites. In summary, in terms of Amax , a similar level of propagation is observed at the Avançon

an edge), the Amax on the neighboring plates at 1–4 plates of distance was measured from a single
plate, or as a mean between two plates. For instance, when impacting SPG 4 at the Avançon de Nant
measuring station, there are two plates located at one plate of distance (SPGs 3 and 5), but only one
located at two plates of distance (SPG 2) when considering the propagation of the energy within the
same segment. In the first case, the Amax recorded at one plate of distance is calculated as the mean
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between the Amax of SPG 3 and SPG 5, while at two plates of distance it is computed as the Amax from
SPG 2 only. At the Naviscence, the energy seems to also propagate across the different segments
(Figure
only sites,
at thiswhereas
site the energy
propagationvalues
was therefore
also assessed
two
de Nant 6c),
andand
Albula
the propagated
are clearly
smaller across
at the the
Navisence
site
neighboring segments. For instance, the amount of propagated energy when impacting SPG 6 at the
(Figure 10).
Naviscence was taken as the mean of SPG 5 and SPG 7, even if SPG 7 is installed into another segment.
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(c) Naviscence
Figure 6. Energy propagation from impacted plates towards non-impacted plates, and across segment

Figure 6. Energy propagation from impacted plates towards non-impacted plates, and across segment
limits, at (a) the Avançon de Nant, (b) the Albula, and (c) the Naviscence. Plates located at the margin
limits, at (a) the Avançon de Nant, (b) the Albula, and (c) the Naviscence. Plates located at the margin
of different segments have been impacted in this example to illustrate how the energy propagates at
of different segments have been impacted in this example to illustrate how the energy propagates at the
the different measuring sites. In this example, one plate per scheme was impacted 10 times (average
different
measuring
Inkg
this
example,
one
per (category
scheme was
value) with
a weight sites.
of 0.256
dropped
from
0.6plate
m height
9). impacted 10 times (average value)
with a weight of 0.256 kg dropped from 0.6 m height (category 9).

In Figures 7–9, the energy propagation towards neighboring plates is expressed in terms of Amax
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to
exceed the
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propagates
impactedimpacts
plates toward
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required
exceed
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magnitude
of
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impact.
The
energy
propagation
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plates
can
be
expressed
by
a
power
plates of distance, and greater than 2 V at four plates of distance (Figure 8, Table 6). At thelaw
Naviscence,
function, with an exponent slightly lower than 1, which decreases progressively as the energy
only impacts greater than 1 V produce a signal that exceeds the 0.1 V threshold at one plate of distance.
propagates further away from the impacted plate. Exponents are steadily slightly greater at the
At two, three, and four plates of distance, even the strongest impacts do not produce a signal that
Avançon de Nant (Figure 7) as compared to the Albula (Figure 8) at both two and four plates of
exceeds
V, the
at least
inattenuation
the investigated
domain
up to 10
(Figureto9,the
Table
6).two
distance,0.1
and
rate of
is much
faster at(impacts
the Naviscence
as V)
compared
other
sites (Figure 9) from two plates of distance on. At the Albula and Naviscence measuring sites, the
propagated energy across plates does not increase significantly for low magnitude Amax. It only does
so when a threshold of 0.02 V is exceeded at the Albula, and thresholds of 0.08, 0.5, and 1 V are
exceeded at the Naviscence at 1–4 plates of distance, respectively. In relative terms, the proportion of
the energy that propagates from impacted plates towards non-impacted plates is however greater for
small magnitude impacts at all three sites. In summary, in terms of Amax, a similar level of propagation
is observed at the Avançon de Nant and Albula sites, whereas the propagated values are clearly
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Figure 7. Energy propagation across plates at the Avançon de Nant measuring station (a,b) at one plate
Figure 7. Energy propagation across plates at the Avançon de Nant measuring station (a, b) at one
of distance, (c,d) at two plates of distance, (e,f) at three plates of distance, and (g,h) at four plates of
plate of distance, (c, d) at two plates of distance, (e, f) at three plates of distance, and (g, h) at four
distance, in absolute (left column) and relative (right column) numbers. Each dot represents the voltage
plates of distance, in absolute (left column) and relative (right column) numbers. Each dot represents
associated to an individual impact.
the voltage associated to an individual impact.
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Figure 8. Energy propagation across plates at the Albula measuring station (a,b) at two plates of
Figure 8. Energy propagation across plates at the Albula measuring station (a, b) at two plates of
distance and (c,d) at four plates of distance, in absolute (left column) and relative (right column)
distance and (c, d) at four plates of distance, in absolute (left column) and relative (right column)
numbers. Each dot represents the voltage associated to a single impact. The regression is fitted only for
numbers. Each dot represents the voltage associated to a single impact. The regression is fitted only
Amax greater than 0.02 V.
for Amax greater than 0.02 V.
Table 6. Amax required for the 0.1 V threshold to be exceeded at one, two, three, and four plates of

Considering
threshold
of impulse
counting
distance inthe
all three
investigated
measuring
stations.of 0.1 V, which is the reference at many
measuring stations equipped with the SPG system [37,38,40], impacts greater than 0.6 V are required
1st of distance 2nd
4th
to exceed the 0.1 V threshold at one plate
at the Avançon3rd
de Nant measuring
station.
Avançon
de Nant
0.6 V to exceed 1itVat two, three,2 and
V
2 Vof distance,
Impacts greater than
1 and
2 V are required
four plates
1V
V
respectively (Figure 7,Albula
Table 6). At the Albula, impacts greater
than 1 V are required to 2exceed
the 0.1
Naviscence
1V
V threshold at two plates of distance, and greater than 2 V at four plates of distance (Figure 8, Table
6). At the Naviscence, only impacts greater than 1 V produce a signal that exceeds the 0.1 V threshold
Once
the 0.1 V At
threshold
is exceeded,
proportion
of theeven
impulse
count Nimp
that isdo
accounted
at one plate
of distance.
two, three,
and fourthe
plates
of distance,
the strongest
impacts
not
for on
the first,
fourth
plates
remains
however
higher than
produce
a signal
thatsecond,
exceedsthird,
0.1 V,and
at least
in neighboring
the investigated
domain
(impacts
up steadily
to 10 V) (Figure
the 6).
proportion of Amax . At the Avançon de Nant, it represents on average 55%, 49%, 46%, and 55% at
9, Table
one, two, three, and four plates of distance, respectively (Figure 10b). At the Albula, it represents on
Table 6. 39%
Amax required
the 0.1
V threshold
to be
at one,SPG
two,atthree,
average
and 32%for
of the
impulses
counted
onexceeded
the impacted
two and four
four plates
platesofof distance
distance
in
all
three
investigated
measuring
stations.
(Figure 10b). At the Naviscence at one plate of distance, 37% of the impulses remain on average
accounted for (Figure 10b). The relationship between the Amax and the impulse count Nimp (>0.1 V)
1st
2nd 3rd 4th
at the Avançon de Nant, Albula, and Naviscence measuring stations are presented in a Supporting
Avançon de Nant 0.6 V 1 V 2 V 2 V
Information S2.
Albula
1V
2V
As observed in Figures 7–9, there is an attenuation of the propagated energy across plates with
Naviscence
1V
distance from the impacted plate when considering the Amax . In Figure 11, the regression equations
between the impact Amax and the propagated Amax across plates were fitted for all the impacts on
every plate taken together for a given impact distance (i.e., one, two, three, or four plates of distance)
and at a given site. At the Avançon de Nant, there is a significant attenuation of energy propagation
between one and two plates of distance (factor 2), then smoother between two and three plates of
distance (factor 0.5), then there is no more attenuation between three and four plates of distance. At
the Albula, the attenuation between two and four plates of distance is moderate (factor 1/3–2/3). At the
Naviscence, the attenuation is substantial between one and two plates of distance, about a factor 2.5
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for impacts of 0.5 V to a factor 8.5 for impacts close to 10 V. Then the attenuation decays between two,
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Figure 9. Energy propagation across plates at the Naviscence measuring station (a,b) at one plate
of distance, (c,d) at two plates of distance, (e,f) at three plates of distance, and (g,h) at four plates of
distance, in absolute (left column) and relative (right column) numbers. Each dot represents the voltage
associated
a single
impact. The
regression
only for maximum
impact
amplitudes
greater
Figure 9.toEnergy
propagation
across
plates is
atfitted
the Naviscence
measuring
station
(a,b) at one
plate of
than 0.08, 0.5, 1 V at one, two, three, and four plates of distance, respectively.
distance, (c,d) at two plates of distance, (e,f) at three plates of distance, and (g,h) at four plates of
distance, in absolute (left column) and relative (right column) numbers. Each dot represents the
voltage associated to a single impact. The regression is fitted only for maximum impact amplitudes
greater than 0.08, 0.5, 1 V at one, two, three, and four plates of distance, respectively.

Once the 0.1 V threshold is exceeded, the proportion of the impulse count Nimp that is accounted
for on the first, second, third, and fourth neighboring plates remains however steadily higher than
the proportion of Amax. At the Avançon de Nant, it represents on average 55%, 49%, 46%, and 55% at
one, two, three, and four plates of distance, respectively (Figure 10b). At the Albula, it represents on
average 39% and 32% of the impulses counted on the impacted SPG at two and four plates of distance
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(Figure 10b). At the Naviscence at one plate of distance, 37% of the impulses remain on average
accounted for (Figure 10b). The relationship between the Amax and the impulse count Nimp (>0.1 V) at
Sensors
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Figure 10. Percentage of (a) the impact Amax (note the logarithmic scale on the y-axis) and (b) Nimp
Figure
10. Percentage
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impact
max (note the logarithmic scale on the y-axis) and (b) Nimp (>
(>0.1
V) recorded
at one,oftwo,
three,
and A
four
plates of distance in all three investigated measuring
0.1 V) Boxplots
recorded show
at one,
and four
of distance
in all
three
investigated
measuring
stations.
thetwo,
5th,three,
25th, 50th,
75th,plates
and 95th
percentiles
of the
distribution,
outliers
are
stations.
Boxplots
show
the
5th,
25th,
50th,
75th,
and
95th
percentiles
of
the
distribution,
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Navisence, no impulses are detected further than one plate of distance.

between one and two plates of distance (factor 2), then smoother between two and three plates of
distance (factor 0.5), then there is no more attenuation between three and four plates of distance. At
the Albula, the attenuation between two and four plates of distance is moderate (factor 1/3–2/3). At
the Naviscence, the attenuation is substantial between one and two plates of distance, about a factor
2.5 for impacts of 0.5 V to a factor 8.5 for impacts close to 10 V. Then the attenuation decays between
Sensors 2020, 20, 4089
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two, three, and four plates of distance (to a factor 2–3), but the remaining propagated energy is very
low.

Figure 11. Attenuation of the propagated energy across plates at (a) the Avançon de Nant, (b) the
Figure 11. Attenuation of the propagated energy across plates at (a) the Avançon de Nant, (b) the
Albula, and (c) the Naviscence measuring stations. Regressions are calculated from all impacts on
Albula, and (c) the Naviscence measuring stations. Regressions are calculated from all impacts on
every plate taken together at each given site.
every plate taken together at each given site.

3.3. Sensor Sensitivity
3.3. Sensor Sensitivity
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Table 7. Regression coefficients between the impact Amax and the associated energy propagation at
one and two plates of distance recorded for all the impacts on every plate taken together at a given
measuring site.
1st Plate

Avançon de Nant
Albula
Naviscence

2nd Plate

Intercept

Slope

R2

Intercept

Slope

R2

0.153

0.919

0.978

0.091

0.919

0.932

0.079
0.094
0.014

0.899
0.832
0.813

0.976
0.958
0.903
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In terms of (a), it appears that the 10 plates at the Avançon de Nant measuring station have a
In terms of (a), it appears that the 10 plates at the Avançon de Nant measuring station have a
comparable response at both one and two plates of distance (Figure 12a), with exponents of the power
comparable response at both one and two plates of distance (Figure 12a), with exponents of the power
law relationship slightly below 1 (Table 7). At the Albula, the variability between the different plates
law relationship slightly below 1 (Table 7). At the Albula, the variability between the different plates
is slightly larger, while the exponent of the power law function is of a comparable magnitude with
is slightly larger, while the exponent of the power law function is of a comparable magnitude with
the Avançon de Nant (Table 7). At the Naviscence, the variability between the different plates is the
the Avançon de Nant (Table 7). At the Naviscence, the variability between the different plates is the
largest, both considering the coefficient (factor 2–3) and the exponent of the power law functions
largest, both considering the coefficient (factor 2–3) and the exponent of the power law functions
(between 0.786 and 1.05 at one plate of distance, and between 0.661 and 0.946 at two plates of distance,
(between 0.786 and 1.05 at one plate of distance, and between 0.661 and 0.946 at two plates of distance,
Supporting Information S3).
Supporting Information S3).
In terms of (b), the plates at the Avançon de Nant seem to be overall more sensitive to
energy propagation across plates, than at the Naviscence (about a factor 2) at one plate of distance.
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The between-plates variability at a given measuring station is smaller than the between-site variability
for the Avançon de Nant and Naviscence measuring stations at one plate of distance. At two plates of
distance, the Avançon de Nant and the Albula have a comparable response, and the between-plates
variability cannot be clearly distinguished from the between-site variability. The pattern at the
Naviscence is clearly different due to the greater rate of signal attenuation, and the between-plates
variability is lower than the between-site variability.
4. Discussion
4.1. Comparability in SPG Response and Energy Propagation Across Plates
The impact experiment presented in this paper allowed to determine the response of 43 SPGs at
four measuring sites to impacts of comparable magnitude, and to quantify the amount of energy that
propagates in space from impacted plates towards non-impacted plates. Results from the field were
similar to the initial laboratory experiment. The relation between Amax and Ek is best expressed by a
power law with an exponent on average slightly larger than 1 for all the sensors at all measuring sites
(Figures 3 and 5, Table 5, Supporting Information S1). This result is encouraging because it indicates
that all sensors respond in a similar way to impacts of increasing magnitude.
Regarding energy propagation across plates, the proportion of Amax that is recorded on neighboring
non-impacted plates is substantial, and should notably be accounted for at one and two plates of
distance, whereas the propagated energy attenuates much more at larger distance away from the
impact location. When considering the impulse count Nimp (>0.1 V), the propagated impulses from
impacted to non-impacted plates is even greater and does not attenuate with distance to the same extent
as Amax . Therefore, the spatial propagation of energy from impacted plates towards non-impacted
plates should be considered for an entire segment when using the impulse count as an indicator of
bedload transport intensity.
The energy propagation across plates can be reasonably well expressed by a power law function
between Amax at the impacted plate and the propagated Amax for all the plates and at all three
investigated sites. Exponents of the power law relationship at one plate of distance were slightly
smaller than 1, and decreased with distance from the impacted plate due to attenuation effects.
Considering the sensitivity of individual SPGs to energy propagation across plates, every non-impacted
plate at the Avançon de Nant and Albula measuring sites seem to record a comparable amount of
energy for a given impact Amax on a neighboring plate, which suggest that the plates at these two sites
have a comparable sensitivity to energy propagation across plates (Figure 11, Supporting Information
S3). At the Naviscence, the rate of attenuation is greater but the slope of the relationship remains
comparable in between the three sites (Figure 11, Supporting Information S3).
4.2. Variability in SPG Response and Energy Propagation across Plates
Although the SPG response and the energy propagation across plates showed general similarities
between the investigated sites, a non-negligible variability in the signal response was observed among
individual plates at a given site, and in between sites. This was notable (a) from a comparison of the
power law coefficients of the relations between Amax and Ek between individual plates and (b) in the
propagation of energy across plates. As compared to the Avançon de Nant and Albula plates, the SPGs
at the Naviscence notably presented a lower level of sensitivity to energy propagation across plates,
higher Amax needed to exceed the impulse count threshold of 0.1 V on non-impacted plates, so as
a greater rate of attenuation with distance from the impact. Meanwhile, the propagation of energy
across SPG segments was shown (c) to be negligible at the Avançon de Nant and Albula sites, while it
is non-negligible at the Naviscence. Finally (d), energy propagation across plates was observable for
the entire range of Amax (≈0.01 and ≈10 V) at the Avançon de Nant site, while it was only detectable
for the upper range Amax at the Albula and Naviscence sites. A range of reasons can be invoked to
explain the variability in plate response across the investigated sites.
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A first set of reasons for such differences are related to the design of the experiment itself, and to
its operation in the field. While the initial laboratory test showed that the standard deviation of the
recorded Amax stabilized at a relatively low level when repeating a given impact ≈10 times (Figure 2,
Table 2), the different flow conditions surrounding the apparatus during the field experiment may
have influenced the energy propagation from the impacting weight to the plate through the hammer
base, and thus the Ek estimated from the laboratory experiment. Additionally, the slight support on the
hammer stake that was necessary in some instances where flow conditions were too strong, may have
affected the signal recording. These aspects notably influence point (a)—the relationship between Ek
and the direct Amax recorded—and may be related to the greater variability between individual plates
that has been observed at the Albula and Naviscence sites (Figure 5, Table 5, Supporting Information
S1). When considering points (b), (c), and (d), the surrounding flow conditions are less likely to
generate variability in the propagation of energy across plates, because the energy propagation is
presumably less affected by the detailed impact conditions at the impact location then by the elastic
properties of the SPG structure.
A second set of reasons are related to the SPG system, and how it is mounted at a given site.
First, there is an intrinsic variability in the sensitivity of the individual geophone sensors mounted
within the SPG system, with an open-circuit sensitivity of 27.6 V/m/s that can vary by about 10%
(Geospace technologies, personal communication). This may account for a part of the variability
in signal response observed in our experiments. Second, it has been shown that different torque
moments applied to the screws fixing a steel plate to the steel frame may also affect the response of
each individual plate. For example, when varying the torque moment applied to the screws from 7 to
30 Nm, the signal response for an impact in the center of the plate remained almost constant in terms
of Amax but the impulse count increased from 7 to 10, or by about 43 % [51]. Third, the way the steel
frame has been embedded during civil engineering works may also influence the response of plates
between different segments, and/or at different sites, to an unknown extent [37,38,45]. Finally, some
disturbance of the measuring system after construction, notably due to flood events, may also change
the sensitivity of individual plates, to an unknown extent. The elements cited above can influence all
(a), (b), (c), and (d), and, at this stage, it is difficult to give a hierarchical importance between them to
explain the observed variability between plates.
4.3. Consequences for SPG Calibration
Even though the SPG system is exposed to multiple sources of variability, results of the impact
experiment have shown that the signal response variability of individual plates remains relatively
low within and in between sites. This is notably observable at the Avançon de Nant and Albula
measuring sites, where individual SPG responses to energy propagation across plates were shown to
be comparable within a given site, and also in between the two sites (Figure 12, Table 7, Supporting
Information S3). For these two stations, the transfer of calibration coefficient in between SPGs at a
given site, or even in between sites, may be considered. At the Naviscence however, clearly less energy
propagated across plates as compared to the Avançon de Nant and Albula measuring sites, and may
therefore require the use of different calibration coefficients than at the other two sites.
The transferability of calibration coefficients between plates within and in between sites, as
well as the systematic correction of the propagated energy across plates, is challenged by different
elements. First, the signal recorded by a given plate for a given bedload particle can differ depending
on the particle’s trajectory, which notably depends on surrounding flow conditions, as for example
water discharge, flow velocity, and bed roughness [39–41,52,53]. For example, Kuhnle et al. [51]
experimentally tested an acoustic sensor very similar to the SPG system, using a steel plate with
similar dimensions but an accelerometer sensor instead of a geophone sensor [43]. They found that the
mass of a grain impacting the plate is related with a power law to the maximum amplitude Amax of
the signal. The scatter of Amax of the experimental data for a given particle mass was up to about a
factor of five, and thus in a similar range as for a comparable experimental data set between Amax and
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particle size for the SPG system [39]. Second, there are temporal changes in bedload transport rates
across the section, which may change the proportion of signal that propagates across plates at a given
time [37,38]. This also applies to calibration samples collected during natural bedload events, because
these are usually gathered downstream of a single plate, which could also record part of the signal
that is generated by impacts on neighboring plates [37,38,48,49]. Third, it was shown that the location
of the impact on a given plate affects the signal response for a given impact [54]. This point is also
true for example for the Japanese pipe microphone system [42,55], an alternative surrogate bedload
transport measuring technique. Fourth, the shape of a particle also influences the signal response for
given flow conditions [56]. For all these reasons, the transferability of calibration coefficients from
calibrated plates to non-calibrated ones should be performed with care.
4.4. Future Research along this Topic
When considering natural bedload events, it is unlikely that free-falling cylindrical weights used
in this experiment are closely mimicking the way particles impact the plates during natural bedload
transporting flows. Additionally, the shape of the weights used in this experiment may influence
the signal pattern recorded by the plates for each specific impact. Therefore, there may likely be
some differences in the signal recorded by the plates between natural bedload events and the patterns
determined from the impact experiment presented in this paper. This aspect could for instance affect
the relationship between impact Amax and the impulse count (>0.1 V) Nimp that was established from
our experiments (Supplementary Information S3), due to different trajectories and particle shape
impacting the plates. Further developments in similar experimental systems could therefore consist of
impact experiments where weights of spherical shape impact the plates underwater, ideally in a setting
that is not affected by the surrounding flow but still in conditions that are closer to natural bedload
transport events than the impact experiments of this study. Assessing individual sensor response
with varying hydraulic conditions (e.g., discharge, flow velocity, turbulence rate, suspended sediment
concentration) would also be insightful.
Since the SPG system records bedload particle impacts at high temporal resolution (10 kHz) and
the propagation of energy across plates appears to be comparable to some extent between individual
SPGs, it may also be possible to distinguish the signal from direct impacts and the propagated signal,
and to systematically correct for it. This could result in a better understanding of the relationship
between the signal recorded by the plate and the actual mass of bedload in transport, and may reduce
the need for collection of large calibration samples. Finally, recent research aimed to identify bedload
particle size classes using acoustic sensors, based on the maximum amplitude of the signal [40,43].
By developing an impact experiment that covers the range of maximum amplitude produced by
mixed-size particles during natural bedload transport events, the results presented in this paper
contribute to the effort made towards a grain-size identification of bedload transport using the SPG
system. Further studies are nevertheless needed in this domain to improve the conversion of the SPG
signal in grain-size fractions of bedload, which would help to reduce the field calibration effort that
is needed.
5. Conclusions
The indirect measurements of bedload transport using acoustic or seismic sensors offer new
perspectives for the continuous monitoring of coarse sediment transport, notably in steep stream
environments, where such datasets are typically difficult to acquire.
Impact sensors such as with the Swiss plate geophone (SPG) system rely on calibration and
validation data to convert a relative signal of bedload transport intensity into an actual mass flux
of coarse sediment in transport. An impact experiment was conducted in this study using artificial
weights to test the variability in signal response of 43 individual SPGs located at four field measuring
sites in the Swiss Alps. In a second step, the propagation of energy (measured in terms of the recorded
maximum signal amplitude) in space from impacted plates towards non-impacted neighboring plates
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at each site was also quantified. The impact experiment was first tested and developed in the laboratory,
and was then applied to the 43 plates in the field.
The experiments showed that the multiple impacted plates have a comparable signal response
in general. The maximum amplitude Amax recorded by the SPGs was related to the impact energy
Ek by a power law function, with an exponent slightly larger than 1. The propagation of energy
across plates could also be expressed by a power law relationship between Amax and the propagated
Amax , with an exponent slightly lower than 1. The proportion of energy that propagates across plates
appeared to be non-negligible, notably when considering the impulse counts Nimp greater than 0.1 V.
Energy propagation across plates is therefore an aspect that must be taken into account for a better
understanding of the SPG system. Differences in the energy propagation across plates were identified
between the Naviscence and the other two sites (rate of attenuation, SPG sensitivity), which means that
different calibration coefficients may be required for different sites. There are several aspects related to
the SPG system and field installation properties that may be responsible for the observed variability in
the signal response of individual SPGs, which need to be further investigated.
Supplementary Materials: The following are available online at http://www.mdpi.com/1424-8220/20/15/4089/s1,
Table S1: Regression coefficients between the kinetic energy Ek (J) of the impacts and the associated maximum
amplitude Amax (V) recorded for each SPG at the laboratory experiment and the four investigated measuring
stations. Text S: Maximum amplitude Amax (V) versus impulse count (>0.1 V) Nimp (-), Figure S1: Relationship
between Amax and Nimp for the experiment developed in this paper at the Avançon de Nant, Albula, and
Naviscence measuring stations, Table S2: Regression coefficients between the impact maximum amplitude Amax
(V) and the associated energy propagation at one and two plates of distance recorded for each SPG at the Avançon
de Nant, the Albula, and the Naviscence measuring sites. The line ‘All’ gives the regression coefficients for all
impacts on each plate taken together for a given measuring station, which are also reported in Table 7 in the main
document. The data used for the generation of the graphical figures are made available via the following data
repository: https://www.envidat.ch/#/metadata/sediment-transport-observations-in-swiss-mountain-streams.
The raw data of the impact experiments can be obtained from the authors upon request.
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Mikuś, P.; Wyżga, B.; Radecki-Pawlik, A.; Zawiejska, J.; Amirowicz, A.; Ogl˛ecki, P. Environment-friendly
reduction of flood risk and infrastructure damage in a mountain river: Case study of the Czarny Dunajec.
Geomorphology 2016, 272, 43–54. [CrossRef]
Ruiz-Villanueva, V.; Díez-Herrero, A.; Ballesteros, J.A.; Bodoque, J.M. Potential Large Woody Debris
Recruitment Due to Landslides, Bank Erosion and Floods in Mountain Basins: A Quantitative Estimation
Approach. River Res. Appl. 2014, 30, 81–97. [CrossRef]
Annandale, G.W. Overview of Sedimentation Issues. Available online: https://elibrary.worldbank.org/doi/
abs/10.1596/978-1-4648-0838-8_ch3 (accessed on 6 March 2020).
Gabbud, C.; Robinson, C.T.; Lane, S.N. Summer is in winter: Disturbance-driven shifts in macroinvertebrate
communities following hydroelectric power exploitation. Sci. Total Environ. 2019, 650, 2164–2180. [CrossRef]
Gabbud, C.; Lane, S.N. Ecosystem impacts of Alpine water intakes for hydropower: The challenge of
sediment management. Wiley Interdiscip. Rev.: Water 2016, 3, 41–61. [CrossRef]
Schleiss, A.J.; Franca, M.J.; Juez, C.; Cesare, G.D. Reservoir sedimentation. J. Hydraul. Res. 2016, 54, 595–614.
[CrossRef]
Harrison, L.R.; Legleiter, C.J.; Wydzga, M.A.; Dunne, T. Channel Dynamics and Habitat Development in a
Meandering, Gravel Bed River. Available online: https://agupubs.onlinelibrary.wiley.com/doi/abs/10.1029/
2009WR008926 (accessed on 13 April 2020).
Wang, Z.-Y.; Lee, J.H.; Melching, C.S. River Dynamics and Integrated River Management; Springer Science &
Business Media: Berlin, Germany, 2014. [CrossRef]
Lane, S.N.; Bakker, M.; Gabbud, C.; Micheletti, N.; Saugy, J.-N. Sediment export, transient landscape
response and catchment-scale connectivity following rapid climate warming and Alpine glacier recession.
Geomorphology 2017, 277, 210–227. [CrossRef]
Lane, S.N.; Nienow, P.W. Decadal-Scale Climate Forcing of Alpine Glacial Hydrological Systems. Water
Resour. Res. 2019, 55, 2478–2492. [CrossRef]
Buffington, J.M.; Montgomery, D.R. A systematic analysis of eight decades of incipient motion studies,
with special reference to gravel-bedded rivers. Water Resour. Res. 1997, 33, 1993–2029. [CrossRef]
Gomez, B. Bedload transport. Earth-Sci. Rev. 1991, 31, 89–132. [CrossRef]
Parker, G.; Dhamotharan, S.; Stefan, H. Model experiments on mobile, paved gravel bed streams. Water
Resour. Res. 1982, 18, 1395–1408. [CrossRef]
Bakker, M.; Antoniazza, G.; Odermatt, E.; Lane, S.N. Morphological Response of an Alpine Braided Reach to
Sediment-Laden Flow Events. J. Geophys. Res.: Earth Surf. 2019, 124, 1310–1328. [CrossRef]
Lamb, M.P.; Brun, F.; Fuller, B.M. Direct measurements of lift and drag on shallowly submerged cobbles
in steep streams: Implications for flow resistance and sediment transport. Water Resour. Res. 2017, 53,
7607–7629. [CrossRef]
Nitsche, M.; Rickenmann, D.; Turowski, J.M.; Badoux, A.; Kirchner, J.W. Evaluation of bedload transport
predictions using flow resistance equations to account for macro-roughness in steep mountain streams. Water
Resour. Res. 2011, 47, W08513. [CrossRef]
Rickenmann, D.; Recking, A. Evaluation of flow resistance in gravel-bed rivers through a large field data set.
Water Resour. Res. 2011, 47. [CrossRef]
Schneider, J.M.; Rickenmann, D.; Turowski, J.M.; Bunte, K.; Kirchner, J.W. Applicability of bed load transport
models for mixed-size sediments in steep streams considering macro-roughness. Water Resour. Res. 2015, 51,
5260–5283. [CrossRef]
Bunte, K.; Abt Steven, R.; Potyondy John, P.; Ryan Sandra, E. Measurement of Coarse Gravel and Cobble
Transport Using Portable Bedload Traps. J. Hydraul. Eng. 2004, 130, 879–893. [CrossRef]
Helley, E.J.; Smith, W. Development and Calibration of a Pressure-Difference Bedload Sampler; US Department of
the Interior Geological Survey Water Resources Division: Albuquerque, NM, USA, 1971.
Hayward, J.A.; Sutherland, A.J. The Torlesse stream vortex-tube sediment trap. J. Hydrol. (N. Zeal.) 1974, 13,
41–53.
Lenzi, M.A.; D’Agostino, V.; Billi, P. Bedload transport in the instrumented catchment of the Rio Cordon: Part
I: Analysis of bedload records, conditions and threshold of bedload entrainment. Catena 1999, 36, 171–190.
[CrossRef]

Sensors 2020, 20, 4089

31.
32.
33.
34.
35.
36.

37.

38.

39.

40.

41.

42.

43.
44.

45.
46.
47.
48.

49.

50.
51.

24 of 25

Milhous, R.T. Sediment Transport in a Gravel-Bottomed Stream; Oregon State University: Corvallis, OR,
USA, 1973.
Hicks, D.M.; Gomez, B. Sediment, transport. In Tools in Fluvial Geomorphology; John and Wiley and Sons:
Hoboken, NJ, USA, 2003; pp. 324–356.
Barton, J.S.; Slingerland, R.L.; Pittman, S.; Gabrielson, T.B. Monitoring coarse bedload transport with passive
acoustic instrumentation: A field study. U.S. Geol. Surv. Sci. Investig. Rep. 2010, 5091, 38–51.
Goodwiller, B.; Wren, D.G.; Surbeck, C.Q. Development and calibration of an underwater acoustic data
collection system for monitoring coarse bedload transport. Appl. Acoust. 2019, 155, 383–390. [CrossRef]
Koshiba, T.; Auel, C.; Tsutsumi, D.; Kantoush, S.A.; Sumi, T. Application of an impact plate—Bedload
transport measuring system for high-speed flows. Int. J. Sediment Res. 2018, 33, 35–46. [CrossRef]
Rickenmann, D. Bedload transport measurements with geophones, hydrophones and underwater
microphones (passive acoustic methods). In Gravel Bed Rivers and Disasters; Wiley & Sons: Chichester, UK,
2017; pp. 185–208.
Rickenmann, D.; Turowski, J.M.; Fritschi, B.; Wyss, C.; Laronne, J.; Barzilai, R.; Kreisler, A.; Aigner, J.; Seitz, H.;
Habersack, H.; et al. Bedload transport measurements with impact plate geophones: Comparison of sensor
calibration in different gravel-bed streams. Earth Surf. Process. Landf. 2014, 39, 928–942. [CrossRef]
Rickenmann, D.; Turowski, J.M.; Fritschi, B.; Klaiber, A.; Ludwig, A. Bedload transport measurements at
the Erlenbach stream with geophones and automated basket samplers. Earth Surf. Process. Landf. 2012, 37,
1000–1011. [CrossRef]
Wyss, C.R.; Rickenmann, D.; Fritschi, B.; Turowski, J.M.; Weitbrecht, V.; Boes, R.M. Laboratory flume
experiments with the Swiss plate geophone bed load monitoring system: 1. Impulse counts and particle size
identification. Water Resour. Res. 2016, 52, 7744–7759. [CrossRef]
Wyss, C.R.; Rickenmann, D.; Fritschi, B.; Turowski, J.M.; Weitbrecht, V.; Travaglini, E.; Bardou, E.; Boes, R.M.
Laboratory flume experiments with the Swiss plate geophone bed load monitoring system: 2. Application to
field sites with direct bed load samples. Water Resour. Res. 2016, 52, 7760–7778. [CrossRef]
Wyss, C.R.; Rickenmann Dieter Fritschi Bruno Turowski Jens, M.; Weitbrecht Volker Boes Robert, M.
Measuring Bed Load Transp Rates by Grain-Size Fraction Using the Swiss Plate Geophone Signal at the
Erlenbach. J. Hydraul. Eng. 2016, 142, 04016003. [CrossRef]
Mizuyama, T.; Laronne, J.B.; Nonaka, M.; Sawada, T.; Satofuka, Y.; Matsuoka, M.; Yamashita, S.; Sako, Y.;
Tamaki, S.; Watari, M.; et al. Calibration of a passive acoustic bedload monitoring system in Japanese
mountain rivers. US Geol. Surv. Sci. Investig. Rep. 2010, 5091, 296–318.
Kuhnle, R.A.; Wren, D.G.; Hilldale, R.C.; Goodwiller, B.T.; Carpenter, W.O. Laboratory Calibration of Impact
Plates for Measuring Gravel Bed Load Size and Mass. J. Hydraul. Eng. 2017, 143. [CrossRef]
Rickenmann, D.; Fritschi, B. Bedload transport measurements with impact plate geophones in two Austrian
mountain streams (Fischbach and Ruetz): System calibration, grain size estimation, and environmental
signal pick-up. Earth Surf. Dyn. 2017, 5, 669–687. [CrossRef]
Rickenmann, D.; Antoniazza, G.; Wyss, C.R.; Fritschi, B.; Boss, S. Bedload transport monitoring with acoustic
sensors in the Swiss Albula mountain river. Proc. Int. Assoc. Hydrol. Sci. 2017, 375, 5. [CrossRef]
Badoux, A.; Graf, C.; Rhyner, J.; Kuntner, R.; McArdell, B.W. A debris-flow alarm system for the Alpine
Illgraben catchment: Design and performance. Nat Hazards. 2009, 49, 517–539. [CrossRef]
Kreisler, A.; Moser, M.; Aigner, J.; Rindler, R.; Tritthart, M.; Habersack, H. Analysis and classification of
bedload transport events with variable process characteristics. Geomorphology 2017, 291, 57–68. [CrossRef]
Nicollier, T.; Rickenmann, D.; Boss, S.; Travaglini, E.; Hartlieb, A. Calibration of the Swiss plate geophone
system at the Zinal field site with direct bedload samples and results from controlled flume experiments.
In Proceedings of the River Flow 2020, Delft, The Netherlands, 7–10 July 2020.
Nicollier, T.; Rickenmann, D.; Hartlieb, A. Calibration of the Swiss plate geophone system at the Albula field
site with direct bedload samples and comparison with controlled flume experiments. In Proceedings of the
SEDHYD 2019 Conference, Federal Interagency Sedimentation and Hydrologic, Modeling Conference, Reno,
NV, USA, 24–28 June 2019.
Rickenmann, D. Variability of Bed Load Transport During Six Summers of Continuous Measurements in
Two Austrian Mountain Streams (Fischbach and Ruetz). Water Resour. Res. 2018, 54, 107–131. [CrossRef]
Morach, S. Geschiebemessungen Mittels Geophonen bei hohen Fliessgeschwindigkeiten. Master‘s Thesis,
ETH-VAW, Zürich, Switzerland, 13 June 2011.

Sensors 2020, 20, 4089

52.
53.

54.

55.
56.

25 of 25

Downing, J. Acoustic gravel-momentum sensor. US Geol. Surv. Sci. Investig. Rep. 2010, 5091, 143–158.
Downing, J.; Farley, P.J.; Bunte, K.; Swingle, K.W.; Ryan, S.E.; Dixon, M.K. Acoustic gravel-transport sensor:
Description and field tests in Little Granite Creek, Wyoming, USA. In Proceedings of the Erosion and
Sediment Transport Measurement in Rivers: Technological and Methodological Advances, Oslo, Norway,
19–21 June 2003.
Turowski, J.M.; Böckli, M.; Rickenmann, D.; Beer, A.R. Field measurements of the energy delivered to the
channel bed by moving bed load and links to bedrock erosion. J. Geophys. Res. Earth Surf. 2013, 118,
2438–2450. [CrossRef]
Mizuyama, T.; Oda, A.; Laronne, J.B.; Nonaka, M.; Matsuoka, M. Laboratory tests of a Japanese pipe geophone
for continuous acoustic monitoring of coarse bedload. US Geol. Surv. Sci. Investig. Rep. 2010, 5091, 319–335.
Turowski, J.M.; Rickenmann, D. Tools and cover effects in bedload transport observations in the Pitzbach,
Austria. Earth Surf. Process. Landf. 2009, 34, 26–37. [CrossRef]
© 2020 by the authors. Licensee MDPI, Basel, Switzerland. This article is an open access
article distributed under the terms and conditions of the Creative Commons Attribution
(CC BY) license (http://creativecommons.org/licenses/by/4.0/).

